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Abstract. We present different methods for in-field elevation
calibration of MAX-DOAS (Multi AXis Differential Opti-
cal Absorption Spectroscopy) instruments that were applied
and inter-compared during the second Cabauw Intercompar-
ison campaign for Nitrogen Dioxide measuring Instruments
(CINDI-2). One necessary prerequisite of consistent MAX-
DOAS retrievals is a precise and accurate calibration of the
elevation angles of the different measuring systems. There-
fore, different methods for this calibration were applied to
several instruments during the campaign, and the results were
inter-compared.
This work first introduces and explains the different meth-
ods, namely far- and near-lamp measurements, white-stripe
scans, horizon scans and sun scans, using data and results for
only one (mainly the Max Planck Institute for Chemistry) in-
strument. In the second part, the far-lamp measurements and
the horizon scans are examined for all participating groups.
Here, the results for both methods are first inter-compared
for the different instruments; secondly, the two methods are
compared amongst each other.
All methods turned out to be well-suited for the calibration
of the elevation angles of MAX-DOAS systems, with each of
them having individual advantages and drawbacks. Consid-
ering the results of this study, the systematic uncertainties of
the methods can be estimated as ± 0.05◦ for the far-lamp
measurements and the sun scans, ±0.25◦ for the horizon
scans, and around ±0.1◦ for the white-stripe and near-lamp
measurements. When comparing the results of far-lamp and
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horizon-scan measurements, a spread of around 0.9◦ in the
elevation calibrations is found between the participating in-
struments for both methods. This spread is of the order of
a typical field of view (FOV) of a MAX-DOAS instrument
and therefore affecting the retrieval results. Further, consis-
tent (wavelength dependent) offsets of 0.32◦ and 0.40◦ be-
tween far-lamp measurements and horizon scans are found,
which can be explained by the fact that, despite the flat topog-
raphy around the measurement site, obstacles such as trees
might mark the visible horizon during daytime. The observed
wavelength dependence can be explained by surface albedo
effects. Lastly, the results are discussed and recommenda-
tions for future campaigns are given.
1 Introduction
Multi AXis Differential Optical Absorption Spectroscopy
(MAX-DOAS) is a well established method of ground-based
remote sensing of trace gases and aerosols. MAX-DOAS in-
struments measure spectra of scattered sunlight at different
(mostly low) elevation angles. Therefore, they have a high
sensitivity to trace gases and aerosols located close to the
surface (e.g. Hönninger and Platt, 2002; Hönninger et al.,
2004; Irie et al., 2008; Van Roozendael et al., 2004; Wag-
ner et al., 2004, 2011; Wittrock et al., 2004). Such measure-
ments allow for the retrieval of vertical profiles of trace gases
and aerosol extinction as well as column properties such as
vertical column densities (VCDs) and aerosol optical depths
(AODs) (e.g. Frieß et al., 2006; Irie et al., 2008; Clémer et al.,
2010; Wagner et al., 2011).
For the retrieval of these quantities, it is crucial to accu-
rately know the measurement geometry, namely the solar
zenith angle, the relative solar azimuth angle and the tele-
scope’s elevation angle (Hönninger et al., 2004). While the
solar zenith angle can be computed rather easily, it is more
difficult to determine the relative solar azimuth angle and to
calibrate the telescope’s elevation angles. Although the rel-
ative azimuth has at least the same uncertainties as the el-
evation angle, it has a much weaker effect on the measure-
ments (when assuming horizontal homogeneity of the trace-
gas distributions). An analysis of the CINDI-2 data set shows
that, for low elevation angles, wrong pointing has a large
impact on the retrieved trace-gas differential slant column
densities (dSCDs), which are the basic quantity obtained by
MAX-DOAS (Hönninger et al., 2004). Fig. 1a shows the
mean dependence of the dSCDs on the elevation angle for
the whole campaign and for different trace gases. Each curve
was normalised to the mean dSCD of the respective eleva-
tion sequence. Fig. 1b shows the relative changes in the re-
trieved trace-gas dSCDs per degree pointing error for the
same species. The curves were obtained by calculating the
derivative of the dSCD curves from panel (a) with respect
to the elevation angle and dividing the results by the dSCDs
at the corresponding elevations. Although this approach re-
mains qualitative, it shows clearly under which conditions
pointing errors can lead to substantial biases in the dSCDs.
As an example, an error of 1◦ in the telescope’s elevation
close to 0◦ elevation can lead to an error of around 20 % in the
retrieved NO2 dSCD, since the sensitivity of MAX-DOAS
measurements depends strongly on the elevation angle and
NO2 is mainly located close to the surface.
Since instruments and retrieval algorithms have improved
significantly in recent years, uncertainties in the elevation
calibration now have a larger relative impact on the retrieval
results and can become the dominating error source. There-
fore, the calibration of the elevation angles of MAX-DOAS
instruments has become an important topic for instrument
operators (e.g. Roscoe et al., 2010; Piters et al., 2012). In
principle, these calibrations can be best done in the labora-
tory under stable and controlled conditions, where fixed tar-
get points are used as references and the corresponding ele-
vations can be calibrated accordingly. In particular, the field
of view (FOV) should be determined already in the labora-
tory. Nevertheless, elevation calibration in the field is indis-
pensable, because, during transport from the laboratory to
the field and during installation on the measurement site, it
is likely that the instrument characteristics might change. In
the past, however, when the instruments were brought to the
field, the accuracy of the a priori elevation angle calibration
was only rarely (if at all) checked under real measurement
conditions.
In this work, different methods for in-field elevation cal-
ibration of MAX-DOAS instruments, which were applied
by numerous groups during the CINDI-2 campaign, are pre-
sented, evaluated and compared amongst each other. Further-
more, recommendations for the setup of MAX-DOAS mea-
surements are derived based on the results of the comparison.
This work focuses on the details of the elevation calibration
procedure. An assessment of the instrument performance is
given in Kreher et al. (2019).
The paper is structured as follows. First, a short overview
of the CINDI-2 campaign and the participating instruments
is given in Sect. 2. Section 3 introduces and examines the
different methods of elevation calibration for one (mainly
the instrument of the Max Planck Institute for Chemistry;
MPIC) instrument and a first comparison between the differ-
ent methods is given. Comparisons between the participating
instruments for the different methods are presented in Sect. 4.
Additionally, the methods are compared amongst each other
in detail and an assessment of the in-field FOV determina-
tion is presented. A final discussion is presented in Sect. 5,
together with conclusions and recommendations for upcom-
ing MAX-DOAS measurements.
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Figure 1. (a) Mean dependence of the trace-gas dSCDs on the elevation angle for the whole campaign. Each curve was normalised to the
mean dSCD value of the elevation sequence. (b) Relative change of the measured dSCDs per degree pointing error at different elevation
angles.
2 Campaign overview and MAX-DOAS instruments
2.1 The CINDI-2 campaign
The second Cabauw Intercomparison campaign for Nitro-
gen Dioxide measuring Instruments (CINDI-2) took place
in September 2016 at the Cabauw Experimental Site for At-
mospheric Research (CESAR) in the Netherlands. It was a
follow-up to the CINDI campaign, which took place at the
same site in June 2009 (Roscoe et al., 2010; Piters et al.,
2012; Pinardi et al., 2013; Frieß et al., 2016). The main ob-
jective of the CINDI-2 campaign was the intercomparison
of different ground-based remote sensing – mostly MAX-
DOAS – instruments, including several calibration exercises
to harmonise the measurements of the different instruments.
For the interpretation of the trace-gas (e.g. NO2) intercom-
parisons, an accurate and consistent elevation calibration is
essential. Therefore, an elevation calibration exercise was in-
cluded in the campaign plan. More detailed descriptions of
the CINDI-2 campaign and its objectives are given in Kreher
et al. (2019) and Apituley et al. (2020).
Many instruments which were operated during the cam-
paign also participated in different elevation calibration exer-
cises that were conducted throughout CINDI-2 and are sum-
marised in this work. In the following subsection, some tech-
nical details of the different instruments are presented.
2.2 Participating MAX-DOAS instruments
Several instruments from various groups participated in the
elevation calibration exercise. Since horizon scans were part
of the standardised measurement protocol (Kreher et al.,
2019; Apituley et al., 2020), they were performed by in to-
tal 28 instruments. However, only 12 instruments from 11
groups participated actively in the other calibration exercise,
namely the far-lamp measurements. Therefore, only these are
included in Table 1, which provides an overview on the key
properties of the instruments which are of relevance for this
study. Further, this table defines instrument acronyms and
names. Table 1 is based on the CINDI-2 planning document
and information given in Kreher et al. (2019), where addi-
tional details on the instruments are provided. Finally, this
table indicates the variety and different properties of the par-
ticipating instruments.
3 Methods of elevation calibration
This section introduces the different methods for the calibra-
tion of the elevation angles of MAX-DOAS instruments that
were applied by at least one group during the CINDI-2 cam-
paign. First, the common general approach which is under-
lying all methods is explained (Sect. 3.1), followed by de-
tailed descriptions and evaluations of the individual methods
(Sect. 3.2 to 3.6). Section 3.7 gives a consistency check be-
tween the different methods using data of the MPIC instru-
ment.
3.1 General approach
As already mentioned, MAX-DOAS instruments which are
brought to field campaigns typically have an a priori cali-
bration of the elevation angles, which was obtained in the
laboratory. Different procedures of laboratory elevation cali-
brations were used by the groups participating in this study.
A large fraction of the groups verified the alignment of the
telescope and the optical system through retro-illumination
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Figure 2. Sketch of the general experimental setup and angle definition used in this study. The horizontal line corresponds to the line of sight
of the instrument at 0◦ elevation.
of the quartz fibre bundle and measurement of the position
of the resulting light spot on a wall, where target points were
located. Others used high-precision water levels to check this
alignment or even performed no laboratory elevation cali-
brations. The groups reported that the accuracies and pre-
cisions of these procedures are in a range from roughly 0.1◦
to 1◦. However, all this might be overruled by uncertainties
introduced during transport or on the measurement site (tri-
pod movements, building movements, imperfect horizontal
alignment of telescope head on tripod, etc.). For high-quality
measurements, this a priori calibration has to be checked and
(if needed) to be adjusted in field. If the optical axis would
be precisely known, a water level would be completely suf-
ficient to calibrate the elevation angles. But this assumption
is not always fulfilled, e.g. because the fibre bundle is not
perfectly centred. For those reasons, five different methods
for the in-field calibration of the elevation angles of MAX-
DOAS systems are described and evaluated in the following
sections. All of them use the same basic principle, which is
described in this section.
First, a specific target is placed in front of the optical
unit of a MAX-DOAS instrument (see Fig. 2). The eleva-
tion angle β of this target relative to the horizontal line of
the telescope unit has to be determined very accurately in or-
der to use this elevation as a reference. Next, an elevation
scan across the target is performed and the apparent eleva-
tion angle α̂ of the target is retrieved using the measured
intensities at different elevation angles αi. Here, αi denotes
elevation angles measured relative to the a priori elevation
calibration of the instrument. In that way, an elevation offset
γ = β − α̂ can be calculated and used to correct the eleva-
tion angles measured relative to the a priori elevation cali-
bration of the instrument (α′ = α+ γ ). Further, this offset γ
can be used to adjust the a priori elevation calibration of the
MAX-DOAS system by shifting the a priori horizontal line
by −γ . It should be noted that this principle used by all the
different methods described in this work only calibrates one
specific elevation angle (usually 0◦). Thus, the accuracy of
the other elevations depends on the internal accuracy of the
motor and its steering unit. Many instruments (e.g. the CMA
MiniDOAS instrument and the MPIC Tube MAX-DOAS in-
strument) approach the other elevation angles by moving the
telescope by a defined number of motor steps (per degree)
relative to the motor position that corresponds to the hori-
zontal line of the telescope (0◦ elevation). Others (e.g. the
2-D EnviMeS instruments) use an inclinometer inside the
telescope unit, which also enables these instruments to ac-
tively correct their elevation angles for possible deviations.
According to the instrument’s manufacturer, the accuracy of
the inclinometers used for the EnviMeS instruments is 0.1◦
and the precision is 0.03◦. Many other methods to deal with
this internal elevation calibration are possible, but this topic
is not discussed in more detail in this paper. Further, it should
be mentioned that the elevation calibration might be different
for different azimuthal directions, which is important for 2-D
instruments.
A sketch of the general measurement setup can be found
in Fig. 2; further, a graphic definition of all relevant angles
is provided in this figure. In the following sections this prin-
ciple is applied to different target types and the results are
evaluated.
3.2 Far-lamp measurements
3.2.1 Approach
For the first method, an artificial light source is used as tar-
get that is located at a far distance (around 1 to 2 km) from
the instrument’s telescope and typically close to the visible
horizon. Since this method uses an artificial light source, the
elevation scan across this target has to be done during night-
time.
During the CINDI-2 campaign, a xenon lamp was used
as light source, and it was placed at around 1280 m distance
from the measurement site in the main viewing direction of
the MAX-DOAS instruments at an azimuth angle of 287◦
(upper panel of Fig. 3). The lamp was put in the focal point
of a large-aperture lens with a diameter of 17 cm, which was
achieved by minimising the size of the light beam (this was
already done prior to the campaign). Then the lamp was man-
ually directed towards the campaign site. Here, it should be
noted that the exact pointing is not critical as long as the in-
struments are located within the light cone. It was assumed
that the diameter of the lens is homogeneously bright. Also,
this assumption is not a critical point, because the angle un-
der which the full lens is seen from the campaign site is
smaller than 0.01◦.
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Figure 3. Upper panel: map indicating the position of both the lamp and the MAX-DOAS instruments. Lower panel: sketch of the setup for
the far-lamp measurements during the CINDI-2 campaign. Note that the lamp is placed below the height of the telescope, and therefore a
slightly negative elevation of −0.05◦ is expected (see text).
Using the connected water channels located next to both
the measurement site and the lamp site, we could determine
and mark the vertical position of the lamp at the measure-
ment site (lamp mark in the lower panel of Fig. 3). Therefore,
the light of a laser level was projected onto a folding rule
which was placed in the nearby channels. In that way, first
the height difference between lamp and the channel’s water
surface could be determined. Since all channels were con-
nected to each other (except one step which was determined
in the same way), the lamp position could be marked on the
containers as indicated in the lower panel of Fig. 3. Thus, the
height difference 1h between the optical units of the instru-
ments and the lamp mark could be determined. This 1h was
then used to infer the expected elevation angles β of the lamp
relative to the horizontal lines of the optical units of the indi-
vidual MAX-DOAS systems. The layout of the measurement
conditions and the measurement geometry are summarised in
Fig. 3.
Such xenon lamp measurements were done on several days
(8, 10, 13 and 19 September) throughout the campaign, al-
though not all instruments participated on all nights. In the
next section, the analysis of the lamp measurements is ex-
plained in more detail using data from the MPIC instrument.
3.2.2 Results for the MPIC instrument
Data from the far-lamp measurements are available for four
nights for the MPIC instrument. On all of these nights, a fixed
elevation calibration (same 0◦ motor position) was used and
the scan resolution was 0.02◦ (except on 8 September, when
the scan resolution was 0.1◦ as indicated in the last column of
Table 2). For the MPIC instrument, the pre-calibration of the
elevations was done using a water level during the setup of
the instrument. Then finer adjustments were performed using
the results of the far-lamp scans from 7 (in this night the lamp
measurements were tested by our group with a scan resolu-
tion of 0.1◦ but the scanning was done manually), 8 and 10
September. All elevations of the MPIC instrument in this pa-
per are given relative to the elevation calibration, which was
obtained by these finer adjustments and which was finally
used for the regular measurements.
In the following, the analysis is done for three wave-
lengths, which are distributed over the detector range of the
instrument and correspond to strong emission lines of the
xenon lamp. An example spectrum of the xenon lamp which
was measured on 13 September is shown in Fig. 4a. The three
distinct emission lines at 365.16, 404.90 and 435.96 nm that
were used for the analysis are clearly visible.
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Figure 4. (a) Xenon lamp spectrum recorded on 13 September 2016 by the MPIC instrument. The three distinct emission lines at 365.16,
404.90 and 435.96 nm, which are used for the analysis, are clearly visible. (b) Intensity curve at 435.96 nm (blue solid line) recorded on
13 September by the MPIC instrument. The obtained centre of mass is indicated by the dashed blue line. Further, the centre obtained by a
Gaussian fit and the corresponding fit are displayed in red.
Figure 5. Sketch of the fibre bundle placed in the focal point of
the telescope of the MPIC instrument. The grey parts indicate the
gladding (additional 20 µm) of the fibres. The white circles repre-
sent the light-conducting part of the single glass fibres with a diam-
eter of 200 µm, while the yellow spot indicates the idealised image
(neglecting aberration and other effects) of the xenon lamp inside
the telescope, which has a diameter of 7 µm. Note that the size of
the yellow dot is not shown at the correct scale relative to the fibre
diameter and is larger than in reality.
As first step of the analysis, the measured intensities are
normalised with respect to their total integration time and
linearly interpolated between the two detector pixels closest
to each of the three selected wavelengths. These intensities
are then plotted against the elevation angle for the different
scans. As an example, the intensity curve at 435.96 nm ob-
tained for 13 September is shown in Fig. 4b. The curve ob-
viously shows a minimum where a maximum would be ex-
pected if we assume a Gaussian-shaped curve. However, we
can understand this feature when we take into consideration
that in the focal point of the telescope, a quartz glass fibre
bundle is mounted as illustrated in Fig. 5. First, we calculate
the size of the image of the xenon lamp inside the instru-
ment’s telescope (yellow spot in Fig. 5). Given the geometry
of the measurement setup, namely the diameter of the xenon
lamp and the dimensions of the telescope, this leads to an
image size of around 7 µm at the entrance of the fibre bun-
dle. Taking into account that the glass fibre bundle consists
of four individual fibres with a light-conducting diameter of
200 µm each, the obtained image size is only 3.5 % of a sin-
gle fibre diameter. In that way, it is possible that the image
of the lamp hits the space between the individual fibres when
performing an elevation scan (dashed line in Fig. 5 indicates
the idealised scan axis) and therefore an intensity minimum
is found when exactly pointing at the light source. These
calculations were done assuming idealised conditions (fibre
exactly located in the focus, no aberration of the lens, etc.)
and the resulting image of the xenon lamp would lead to a
much more pronounced and wider minimum than the one in
Fig. 4b. However, in reality the lens has an aberration and the
fibre bundle might be located not exactly in the focus of the
lens; further, the scan axis might not pass through the centre
of the fibre bundle. These effects lead to a less symmetric in-
tensity distribution which does not reach zero intensity at its
centre (Fig. 4b).
In order to determine the elevation angle α̂ under which the
xenon lamp could be seen, the centre of the intensity curve
(dashed blue line in Fig. 4b) is calculated using the centre of
mass formula:
α̂ =
∑
si ·αi∑
si
, (1)
where si denotes the intensity measured at the elevation an-
gle αi. Using this equation yields a lamp elevation of 0.02◦
for the intensity curve shown in Fig. 4b. Here, it should be
noted that Fig. 4b shows the intensity curve of an elevation
www.atmos-meas-tech.net/13/685/2020/ Atmos. Meas. Tech., 13, 685–712, 2020
692 S. Donner et al.: Methods for MAX-DOAS elevation calibration
Table 2. Overview of the lamp elevations obtained for all days and
different wavelengths for the MPIC instrument. Additionally, the
scan resolution is indicated in the last column.
Date 365.16 404.90 435.96 Resolution
nm nm nm
8 September −0.15◦ −0.16◦ −0.19◦ 0.10◦
10 September −0.01◦ −0.01◦ −0.01◦ 0.02◦
13 September 0.01◦ 0.02◦ 0.02◦ 0.02◦
19 September 0.01◦ 0.02◦ 0.02◦ 0.02◦
scan that was performed by approaching the elevation angles
from below. For scans where the angles were approached
from above, the centres are found consistently at lower el-
evations by around 0.4◦. Because of that, we assured that all
elevation angles were approached from below for the other
calibration exercises since this was the scanning direction
prescribed by the regular measurement protocol. It should
be mentioned that depending on the kind of stepper or mo-
tor, not all instruments suffered from such backlash issues.
Some, actively corrected for this by using inclinometers (e.g.
LMU and IUP-HD) or active sun trackers (e.g. BIRA). Be-
sides that, most of the instruments which experienced back-
lash issues solved them by simply scanning always from the
same direction (in elevation and azimuth direction). The ef-
fect of backlash (maximum difference between both scan-
ning directions) ranges from fractions of a degree to roughly
1◦. While this effect is very important for the elevations of
the instruments, the effect has a much smaller influence on
the measurements in the azimuth direction.
Equation (1) is used to calculate the centres of the intensity
curves for all three wavelengths and all 4 d. The correspond-
ing lamp positions are summarised in Table 2. Taking into
account that the minimum motor step size is 0.01◦, the differ-
ent values are consistent with each other within the span from
−0.01 to 0.02◦ (excluding 8 September, when the scan reso-
lution was only 0.1◦). Here, it should be noted that the centre
of a Gaussian fit (see red fit curve in Fig. 4b) yields consis-
tent lamp elevations compared to the centre of mass approach
which was applied here. Therefore, also for the MPIC instru-
ment, a Gaussian fit is used in Sect. 4.1, where the lamp scans
of all instruments are analysed in a consistent way.
As already mentioned above, the position of the artifi-
cial light source relative to the instrument has to be known
very accurately in order to calibrate the elevation angles of
the MAX-DOAS system. Based on the setup summarised in
Fig. 3, an expected lamp elevation of around −0.04◦ is ob-
tained, when using an estimated height difference, 1h, of
1 m between the xenon lamp and the telescope unit. The
total error in the determination of the lamp mark (error of
±0.2 m) and the height difference 1h (error of ±0.3 m) is
estimated to be around ±0.5 m, which translates to an uncer-
tainty of ±0.02◦ in the expected lamp position. Further, the
Earth’s curvature at a distance of 1280 m corresponds already
to−0.011◦ and is therefore not negligible. Adding this offset
to the obtained lamp elevation, the MPIC MAX-DOAS sys-
tem should find the lamp at around −0.05◦ elevation. If we
compare this value to the values given in Table 2, we can con-
clude that the instrument sees the lamp close to the expected
position. The small deviations between the table values and
the expected elevation can be explained by a combination
of several small uncertainties, namely the minimum motor
step size of 0.01◦, the used scan resolution of 0.02◦ and the
uncertainties of the calculation of the lamp position α̂ using
Eq. (1). Further, also the determination of the expected lamp
elevation has an uncertainty as outlined above.
The relatively small span of lamp positions obtained on
different days and at multiple wavelengths indicates that this
method is very stable and reproducible. Furthermore, this ap-
proach allows for the calibration of several instruments with
the same setup at the same time, since all instruments can
point at the same target. However, depending on the slight
horizontal distances of the different measurement locations,
small differences in the azimuth angle (up to 1.8◦ for the
CINDI-2 campaign) under which the lamp can be seen have
to be taken into account. A drawback of this method is that
the position of the artificial light source relative to the instru-
ment has to be determined accurately, which might be chal-
lenging or even impossible at some locations. Also, finding a
suitable location for the lamp can be difficult, e.g. in cities.
3.3 Near-lamp measurements
3.3.1 Approach
This method also uses an artificial light source (mercury-
vapour lamp) during nighttime, but here it is located rather
close to the instrument’s telescope (a few metres). In order
to determine the expected lamp position, namely β = 0◦, the
light source has to be aligned to the (centre of the) telescope
unit of the instrument. This alignment is typically done us-
ing a laser level which illuminates both the instrument and
the position of the lamp. The telescope and the lamp are then
centred around the position of the laser beam. The levelling
accuracy of the laser level which was used during CINDI-2
was tested in the laboratory and amounts to approximately
0.1◦. Further, the laser beam has a thickness of about 2 mm,
which translates to another 0.04◦ uncertainty in the relative
vertical positions between instrument and lamp. Both the
setup and the alignment procedure are sketched in Fig. 6.
Using this procedure, the light source should be found at 0◦
elevation and possible deviations from that position can be
used to correct the elevation calibration.
Such near-lamp measurements were not performed for
the MPIC instrument during the CINDI-2 campaign. How-
ever, the elevation angles of the IUP-HD instrument were
calibrated using this method. Therefore, in the following,
data from the IUP-HD instrument are used to illustrate this
method and its analysis in more detail.
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Figure 6. Sketch of the measurement setup for the near-lamp measurements and the alignment of telescope and lamp.
Figure 7. Measured intensities for the three individual scans
(coloured dots) and the fitted Gaussian (red solid line) obtained
from the near-lamp measurements by the IUP-HD instrument in the
UV spectral range.
3.3.2 Results for the IUP-HD instrument
Three such near-lamp scans were done by the IUP-HD group
in one night in the preparation phase of the CINDI-2 cam-
paign. Mean intensities are calculated separately for the UV
and VIS spectrometers of the IUP-HD instrument. The first
two scans were performed in an elevation range from −2 to
2◦, while the last was done in a range from−1 to 0.45◦. Since
the elevation pointing is continuously regulated by compari-
son of the orientation of the telescope measured by the built-
in tilt sensor with the nominal angle, no backlash effects are
expected. In order to analyse these measurements, the (nor-
malised) mean intensities are plotted against the elevation an-
gle α reported by the measuring system. Next, a Gaussian
function of the form
S(α)= A+B · exp
(
− (α− α̂)
2
2 · σ 2
)
(2)
is fitted to the intensities and the centre α̂ of this function
represents the lamp elevation. Further, S(α) represents the
fitted intensity at a given elevation, A represents an intensity
offset and B describes the maximum of the fitted curve. The
width of the fitted curve is controlled by the parameter σ .
For improving the statistics, all three scans are plotted in one
plot (using different colours for the individual scans), and the
Gaussian fit is applied to the whole data set of one spectrom-
eter (Fig. 7).
The retrieved lamp elevation is also shown in this figure.
Following this procedure, lamp elevations α̂ of −0.14 and
−0.11◦ were found in the UV and visible spectral range, re-
spectively. These lamp elevations can now be used to adjust
the initial elevation calibration of the instrument.
3.4 Horizon scans
3.4.1 Approach
A common method for the calibration of the elevation an-
gles of MAX-DOAS systems is the so-called horizon scan.
Here, the elevation β of the visible horizon, which is defined
as the transition of the tree tops to the open sky, is used as
reference. Since this method does not require an active light
source, it can be performed during daytime and the variation
in the measured intensity at the horizon is used to determine
its position. A Gaussian integral is fitted to the measured in-
tensities and the fit parameters give the horizon position. In
practice, sometimes the numerical derivative of the intensity
curve is calculated since below the horizon the intensity does
not approach zero but the rapid change of the measured in-
tensity allows for the identification of the horizon position
α̂. Prerequisites of this method (despite the knowledge of the
expected elevation of the visible horizon) are high visibility,
the absence of rapidly varying and/or low-lying clouds, and
a clear and rapid change in intensity at the visible horizon,
which might not be fulfilled during episodes of fog, when
the horizon might be blurred. If these conditions are not ful-
filled, no clear conclusions can be drawn from horizon scans.
Furthermore, the visible horizon should not be too far away
(less than a few kilometres) to minimise the influence of at-
mospheric scattering.
During the CINDI-2 campaign, horizon scans were in-
cluded in the measurement protocol in order to study the
consistency and stability of the elevation calibration of the
different measurement systems. Thus, all MAX-DOAS in-
struments (both 1-D and 2-D) performed horizon scans be-
tween 11:40 and 11:45 UTC at a specified total integration
time of 5 s while pointing in the main viewing direction (287◦
azimuth angle). The scans were done using predefined eleva-
tion angles between−5◦ and 5◦, whereby the scan resolution
was 0.2◦ in the interval between −2◦ and 2◦ and 1◦ outside
this range.
3.4.2 Results for the MPIC instrument
For the MPIC instrument, horizon scan data are available
starting from 17 September until 2 October. Before 17
September some horizon scans were performed as well, but
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Figure 8. Panels (a) and (c) show the normalised intensity curves for the horizon scans performed by the MPIC instrument throughout the
campaign at 340 and 440 nm, respectively. The coloured solid lines indicate the respective Gaussian integral fits. Panels (b) and (d) show the
normalised derivatives of the respective intensity curves. The median centres of the horizon scans are represented by the dashed red lines.
they are of limited quality due to an error in the measurement
script of the MPIC system. Further, some days are not used
either due to bad weather conditions with fog and many low
clouds or due to known pointing problems. Overall, useful
horizon scan data are available on 10 d for the MPIC instru-
ment.
First, the measured intensity is normalised with respect
to the total integration time. As a second step, the inten-
sity curves are also normalised to their corresponding max-
imum, allowing a direct comparison of the intensity curves
recorded on different days with various sky conditions. The
normalised intensity curves obtained at 340 nm for the differ-
ent days are shown in Fig. 8a (coloured dots). Here, the in-
crease in the measured intensity around the horizon is clearly
visible in an elevation range from around 0 to 1◦. Next, a
Gaussian integral of the form
S(α)= A ·
(
erf
(
α− α̂
B
)
+ 1
)
+C · (α− α̂)+D (3)
is fitted to the data since this approach is more stable than
calculating a numerical derivative. Here, S represents the fit-
ted intensity; α the elevation angle; and the parameters A,
B, C, and D determine the exact form of the fitted curve.
The parameter α̂ indicates the centre of the fitted function
Atmos. Meas. Tech., 13, 685–712, 2020 www.atmos-meas-tech.net/13/685/2020/
S. Donner et al.: Methods for MAX-DOAS elevation calibration 695
Figure 9. Sketch of the measurement setup used by MPIC for the white-stripe scans and the alignment of the telescope and white stripe using
a water level.
and therefore represents the derived horizon elevation. The
resulting daily fit functions are also displayed in Fig. 8a by
lines in the corresponding colours.
Additionally, the analytical derivative of Eq. (3) can be cal-
culated. The resulting curves, which are displayed in Fig. 8b,
contain information on the instrument’s field of view (FOV)
since the full width at half maximum (FWHM), which is a
typical measure for the FOV, can be derived:
FWHMIntegral = 2
√
ln2B. (4)
By following this procedure, a value of 0.30◦ is found as the
median centre (vertical red line in Fig. 8) for the fitted func-
tions representing the median horizon elevation for the MPIC
instrument at 340 nm. However, there is quite some scatter in
the daily horizon scans, which might be caused by varying
sky conditions on the different days and is one of the draw-
backs of this method. The same procedure is also applied to
the intensities recorded at 440 nm in order to study possible
wavelength dependencies, the resulting intensity curves and
derivatives are shown in Fig. 8c and d. Here, a median hori-
zon elevation of 0.37◦ is obtained, which is slightly higher
than the value for 340 nm. These two wavelengths were cho-
sen for the analysis, because they were reported by all in-
struments that participated in the semi-blind intercomparison
during the campaign, and thus they are well suited for a com-
parison of the horizon scan results for different instruments,
which is explained in Sect. 4.2.
3.5 Bright or white-stripe scans
3.5.1 Approach
The white-stripe method can also be applied under daylight
conditions and a white or at least bright stripe in front of a
black or dark background is used as reference target. In or-
der to calibrate the elevation angles, the (centre of the) white
stripe has to be aligned with the (centre of the) telescope,
archiving an expected stripe position of β = 0◦. This can be
done by using a water or laser level.
The setup applied by MPIC during the CINDI-2 campaign
used an adjustable white stripe in front of a dark plate and
a large water level, which consisted of two bottles of water
which were connected via a 10 m long tube filled with water
and positioned next to the stripe and the telescope. On the
telescope side, the water level has to be adjusted to the mid-
dle of the telescope; thus, on the plate stripe side the water
level indicates the altitude of the telescope. Here, the stripe
has to be adjusted to the water level position, which guaran-
tees the alignment of stripe and telescope axis. A sketch of
the described setup can be found in Fig. 9. The horizontal dis-
tance between the telescope and the white stripe was 342 cm,
and the vertical extension of the stripe was around 2.5 cm,
which corresponds to a FOV of around 0.4◦. This apparent
FOV is quite large and shows that the setup was not opti-
mised, but the rather short distance between telescope and
stripe was determined by the local conditions (a water chan-
nel in front of the instrument container limited the maximum
distance which could be achieved). Therefore, this calibra-
tion method using the here-described setup was applied only
once during the campaign and only for the MPIC instrument.
However, other groups (e.g. BIRA) applied the same method
using their own setups. The scan resolution was 0.05◦, which
was a compromise between speed (needed because of the un-
stable setup) and accuracy. In the following, the analysis is
done for two wavelengths, namely 340 and 440 nm, in order
to be consistent with the approach described in Sect. 3.4.
3.5.2 Results for the MPIC instrument
Again, the recorded intensities are first normalised with re-
spect to their total integration time. Next, a background cor-
rection is applied to the intensity curves, which is needed
since the dark background of the white stripe does not ab-
sorb all incident light. For that, a second-order polynomial is
fitted to the background intensities and subtracted from the
measured intensities. The resulting intensity curve at 440 nm
and the fitted Gaussian function (compare Eq. 2) are de-
picted in Fig. 10. Now, the centre α̂ of the Gaussian fit in-
dicates the stripe position. In that way, a value of −0.01◦
is found (dashed red line). Since the intensity curve again
shows no smooth behaviour (see Sect. 3.2), additionally the
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Figure 10. Background-corrected intensity curve at 440 nm and
corresponding Gaussian fit for the white-stripe scan on 20 Septem-
ber performed by the MPIC instrument. The retrieved apparent
stripe positions for the two methods are indicated by the dashed
lines.
centre of mass approach following Eq. (1) is applied, yield-
ing a stripe position of −0.02◦ (dashed blue line) consistent
with the Gaussian approach. Conducting the same procedure
for the intensities measured at 340 nm yields values of 0.02
and 0.00◦ for the Gaussian and centre of mass approaches,
respectively.
In summary, a range of −0.02 to 0.02◦ for the retrieved
stripe positions is obtained, which corresponds to only
four motor steps. Similarly to the far-lamp measurements
(Sect. 3.2), this range can be explained by the minimum mo-
tor step size of 0.01◦, the used scan resolution of 0.05◦ and
the uncertainties of the retrieval of the stripe position α̂. Fur-
ther, an error of ±5 mm in the alignment between telescope
and stripe was estimated, which translates to an uncertainty
of±0.08◦. Finally, also the angular height (0.4◦) of the white
stripe was quite large.
3.6 Sun scans
Sun scans use the solar disc as reference target. Its position
is a function of time and the geolocation (longitude and lat-
itude) of the instrument, and thus the expected position of
the sun can be calculated with high accuracy. The position of
the solar disc is described by two angles, namely the eleva-
tion angle and the azimuth angle. Therefore, this method can
only be applied to 2-D instruments which allow for scans in
these two directions. In order to determine the elevation an-
gle α̂ (and the azimuth angle), under which the solar disc can
be found, a scan across the solar disc (and its surrounding)
similar to the methods described previously is performed.
The retrieved value for α̂, which was determined in the a pri-
ori elevation calibration, is then compared to the calculated
elevation β and possible deviations can be corrected. Since
Table 3. Overview of the retrieved target elevations α̂ for the MPIC
instrument using three of the methods described in the text.
Method Target elevation
Far lamp −0.01 to 0.02◦
Horizon scans 0.22 to 0.41◦
White stripe −0.02 to 0.02◦
also the azimuth angle of the sun can be determined, this
method is also well suited to calibrate the azimuth angles of
2-D MAX-DOAS systems. This topic, however, is not part of
this study and therefore not investigated in more detail here.
During the CINDI-2 campaign several 2-D instruments
(e.g. BIRA, AUTH and the Pandora instruments, operated
by KNMI, LuftBlick and NASA) performed sun scans to
calibrate their elevation (and azimuth) angles. The Pandora
systems performed sun scans on a regular basis to actively
monitor and adjust their elevation (and azimuth) calibrations.
As shown later, the results for these instruments show good
agreement to the other presented calibration methods. Ad-
vantages and disadvantages of this method will be discussed
in the conclusion section (Sect. 5) of this paper.
3.7 Comparison between the different methods
In this section, the different methods for the elevation cal-
ibration of MAX-DOAS instruments are compared and ex-
amined with respect to their consistency. Table 3 summarises
the retrieved target elevations α̂ using the methods intro-
duced above (except the near-lamp measurements and the
sun scans, which were not done for the MPIC instrument).
A comparison of the results for the far-lamp measurements
and the white-stripe scans shows very good agreement, with
small deviations that can be explained by the already men-
tioned motor step size of 0.01◦, the different scan resolutions
and the uncertainties related to the retrieval of the apparent
target positions α̂. For both methods, no significant wave-
length dependence of the retrieved target positions is visible.
However, comparing the results for these two consistent
methods to the results of the horizon scans shows larger devi-
ations. The retrieved median horizon positions from the hori-
zon scans for 340 and 440 nm were 0.30 and 0.37◦, respec-
tively, which are significantly higher than the values around
0◦ found with the other two methods. During the campaign,
the xenon lamp was placed directly in front of a row of trees
which mark the visible horizon (the transition of the tree tops
to the open sky). As already explained in Sect. 3.2, the ver-
tical position of the lamp was 3.5 m above the water level
in the water channel, which was located next to the mea-
surement site (see Fig. 3), and a few metres below the tree
tops. Thus, during the day the visible horizon is not repre-
sented by the ground but by the tree tops situated close to
the lamp location in the main viewing direction of the MAX-
DOAS instruments. Converting the retrieved horizon eleva-
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tions of 0.30◦ and 0.37◦ (for 340 and 440 nm) into vertical
distances at lamp location using geometry leads to heights of
6.7 and 8.3 m, respectively. The mean retrieved lamp position
is 0.01◦, which corresponds to 0.22 m at lamp distance, and
therefore the visible horizon is seen 6.5 and 8 m above the
altitude of the lamp for 340 and 440 nm, respectively. These
values are of the order of typical tree heights and therefore
these calculations can explain the deviations (of about 0.30
to 0.37◦) from the other two methods. Later, this informa-
tion is used to estimate the expected horizon elevation for
the other instruments.
A further effect which can be observed for the horizon
scans is that the median horizon elevation is significantly
lower for 340 nm compared to the one obtained at 440 nm. As
we will see in the next section, this effect is also found for the
other participating MAX-DOAS systems. Besides this sys-
tematic wavelength dependency of the horizon scans, the re-
sults of the different methods agree quite well amongst each
other when taking the uncertainties into account.
4 Comparison between different instruments
In this section the results of the far-lamp measurements and
the horizon scans are inter-compared between the different
participating groups.
4.1 Comparison of the far-lamp measurements
Far-lamp measurements using the xenon lamp as described
in Sect. 3.2 were performed in several nights throughout
the campaign. However, not all instruments participated each
time. Since the different instruments use rather different in-
strumental setups and scanning schemes, they are divided
into three groups.
4.1.1 Full 2-D scans
The first group consists of 2-D instruments which performed
full 2-D scans of the xenon lamp in vertical (elevation angle)
and horizontal (azimuth angle) direction on at least one night.
For these instruments, the measured intensities are first nor-
malised with respect to integration time and interpolated to
specific wavelengths in order to compare the results of the
different methods and instruments. Column (a) of Fig. 11
shows representative examples of the obtained 2-D inten-
sity distributions for the BIRA, IUP-HD, UToronto and LMU
(for this instrument only the mean intensities of the spectra
are available) instruments, respectively. Additionally, black
dotted lines indicating the azimuth angle under which the
maximum intensity was recorded can be found in these fig-
ures. The axes of these sub-figures were chosen in a way that
they all show the same relative elevation (1◦) and azimuth
span (1.2◦). While the BIRA instrument shows a very smooth
and smeared-out distribution of the measured intensities; the
intensity distributions are more sharp for the UToronto (still
quite smooth), IUP-HD and LMU instruments. This finding
can be explained by the fibre configurations inside the tele-
scope units of the four instruments since they have an influ-
ence on the actual shape of the measured intensity distribu-
tions. While the LMU and IUP-HD instruments used a ring
of fibres inside their telescope units (for the UV channel), the
UToronto and the BIRA UV instruments used a spot config-
uration, consisting of 37 and 51 fibres, respectively. When
scanning across the xenon lamp, it might occur that the FOV
is not always fully illuminated at the “edges” of the xenon
lamp light beam. The ring configuration might be more sen-
sitive (similarly to the fibre effect found for the MPIC instru-
ment in Sect. 3.2) to this effect and introduce more edges to
the measured 2-D intensity distributions, leading to a sharper
shape. Further, differences in the motor pointing precisions
have an effect on the apparent FOVs.
Two approaches were applied to retrieve the elevation un-
der which the lamp is found for this first group of instru-
ments. For the first approach, the intensities along a transect
(black dotted lines in column a) are extracted and a Gaussian
function (Eq. 2) is fitted to these intensities. The centres α̂ of
these fits represent the lamp elevations; the intensity curves
and Gaussian fits for the four examples can be found in col-
umn (b) of Fig. 11. For the second approach, all intensities
which were recorded at one specific elevation angle are in-
tegrated over the different azimuth angles. These values are
then used for the analysis, and again the centre of a Gaussian
fit indicates the vertical position of the light source. Column
(c) of Fig. 11 depicts the resulting curves and fits for the four
instruments. The results of the two methods are very consis-
tent for a single instrument. Nevertheless, there is quite some
spread between the different instruments, which will be in-
vestigated in more detail at the end of this section.
4.1.2 Cross-scans
The second group contains 2-D instruments which performed
cross-scans, meaning that first an azimuth scan was per-
formed followed by an elevation scan at the azimuth direc-
tion under which the maximum intensity was found. This
was done by three instruments using individual scanning
schemes. Examples of the obtained intensity curves and cor-
responding Gaussian fits are depicted in Fig. 12. The dif-
ferent panels of this figure show the curves; fits; and result-
ing centres for the AUTH (a), BOKU (b), and IUP-B (c) in-
struments, respectively. The results for the lamp position are
rather consistent for the different scans for an individual in-
strument since the obtained centres are nearly the same. This
is also valid when looking at the results for different wave-
lengths for one instrument (not shown here). However, it can
be seen that there is some spread between the different in-
struments.
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Figure 11. (a) shows examples of the 2-D intensity distributions for the BIRA UV (at 365 nm, measured on 10 September), IUP-HD UV
(at 365 nm, measured on 13 September), UToronto (at 436 nm, measured on 10 September) and LMU (mean intensity, measured on 10
September) instruments. (b) and (c) show the corresponding transects along the dashed black lines in (a) and the azimuthal sum of the
intensities at the different elevations, respectively. Additionally, the respective Gaussian fits and their centres are indicated.
4.1.3 1-D scans
The last group consists of 1-D instruments which performed
simple elevation scans of the xenon lamp as described in
Sect. 3.2. For these instruments, the normalised intensity is
plotted against the elevation angle, and the centre of a Gaus-
sian fit gives the lamp elevation. Examples for the CMA_UV,
CMA_VIS, BSU and AIOFM instruments are shown in
Fig. 13, with the resulting lamp elevations (centres) also dis-
played. Since the BSU instrument has a 2-D CCD on which
the second dimension represents the elevation angle, this in-
strument did not really scan across the lamp, but each image
on the CCD represents a full lamp scan. The AIOFM instru-
ment is a 2-D instrument, but it was operated in 1-D mode
for the far-lamp measurements.
4.1.4 Analysis of the far-lamp scans
For each participating instrument, the intensity curves
are extracted for all valid lamp measurements by ap-
plying the respective procedure explained above for dif-
ferent wavelengths (365, 405, 436 and 546 nm) corre-
sponding to the individual spectral ranges of the in-
struments. Further, a Gaussian function (Eq. 2) is fit-
ted to the data. The fit parameters are initialised
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Figure 12. (a) Intensity curves at 365 nm recorded on 10 September by the AUTH instrument. (b) Intensity curves at 546 nm recorded on 13
September by the BOKU instrument. (c) Intensity curve at 546 nm recorded on 13 September by the IUP-B visible instrument.
by A0 = 0, B0 =maximum of the measured intensity curve,
α̂0 = centre of mass (calculated using Eq. 1) and σ0 = 0.5◦.
The resulting lamp elevations are summarised in Fig. 14,
where the mean of all retrieved lamp elevations (at differ-
ent wavelengths, scans and/or days) for each instrument is
shown as dots. Further, for each instrument, three different
measures for the uncertainties of the retrieved lamp eleva-
tions are displayed. The left error bar of each instrument in-
dicates the mean of all fit errors of the fits explained above
and measures the quality of the individual fits and the shape
of the measured curves. The standard error of the mean of
all retrieved lamp elevations is represented by the middle er-
ror bar. It is a measure of the consistency and stability of the
results of the different lamp scans performed by one instru-
ment. This quantity also depends on the actual number of
available intensity curves at different wavelengths and days,
which is given in brackets behind the institute acronyms on
the x axis in Fig. 14. Lastly, the right error bar indicates the
daily spread, which is only available for instruments which
performed more than one scan on 1 d and for all 2-D instru-
ments, since two methods were applied to extract the 1-D in-
tensity curves. The daily spread of 1 d is defined as the stan-
dard deviation of the results of the different scans on that day.
If in addition several days are available, the mean of the daily
standard deviations is calculated and displayed.
As shown in Fig. 14, a rather high spread of around 0.9◦
is found for the retrieved lamp elevations. Nevertheless, the
values are centred around the expected values of −0.19◦
(dashed blue line) and −0.05◦ (dashed green line) for the in-
struments located on the upper (mostly 2-D instruments) and
lower (mostly 1-D instruments) row of containers installed
at Cabauw, respectively. These expected values were calcu-
lated as described in Sect. 3.2, where a 1h of 1 m was esti-
mated for the instruments located on the lower row of con-
tainers (Fig. 3). The instruments on the second row of con-
tainers are placed around 3 m higher than the instruments on
the lower row, and therefore the same calculations yield an
expected lamp position of −0.19◦. Further, most of the error
bars for the individual instruments are quite small, indicating
the good stability and repeatability of the far-lamp measure-
ments. The large error bar for the mean fit error for the LMU
instrument can be explained by a rather uneven intensity dis-
tribution, which leads to bad fit results in some cases.
The deviations between the different instruments are on
the one hand caused by slightly different vertical positions
(even if they are located on the same container level) of the
instruments, since some of the instruments were mounted
on tripods or similar devices, while other instruments were
placed closer to the container roof. On the other hand, the
deviations are also caused by the fact that all groups reported
their elevation angles corresponding to their own elevation
calibrations. Therefore, the spread of about 0.9◦ of the re-
trieved lamp elevations (for one container level) is a measure
of variability between the elevation calibrations of the differ-
ent instruments.
More details will be discussed in Sect. 4.3, where the
derived lamp elevations are compared to the corresponding
horizon elevations obtained from the daily horizon scans,
which are inter-compared in the next section.
4.2 Comparison of the horizon scans
Already above it was mentioned that during the day the vis-
ible horizon might be defined by obstacles such as trees. As
explained in Sect. 3.7 the horizon elevations of the MPIC
instrument were used to estimate the height of the visible
horizon above the lamp altitude, yielding values of 6.5 and
8 m at 340 and 440 nm, respectively. Taking into account
the expected lamp elevations, which are slightly below 0◦
(Sect. 4.1), we estimate the elevation of the visible horizon to
be 0.24◦ at 340 nm and 0.31◦ at 440 nm for the instruments
on the lower row of containers. However, since some of the
other instruments (mainly the 2-D ones) were located on the
second row of containers, which was around 3 m above the
lower row, the expected horizon elevation for these instru-
ments is lower, and we derive elevations of 0.10 and 0.17◦ if
we use the same assumptions. As we will see below, the dif-
ference between the estimated horizon elevations for the two
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Figure 13. (a) Intensity curve at 436 nm recorded on 19 September by the CMA_UV instrument. (b) Intensity curve at 546 nm recorded on
19 September by the CMA_VIS instrument. (c) Intensity curve at 365 nm recorded on 10 September by the BSU instrument. (d) Intensity
curve at 365 nm recorded on 8 September by the AIOFM instrument.
Figure 14. Overview of the retrieved lamp elevations for the 2-D
and 1-D instruments including different measures of their uncer-
tainty, mean of fit errors (left), error of the mean (middle) and daily
spread (right). The number of available lamp scans for each instru-
ment is displayed in brackets after the individual institute acronyms.
The expected lamp elevations are indicated by the corresponding
dashed lines.
rows is smaller than the spread of the results of the horizon
scans between the individual instruments.
In the following we use the results of the horizon scans of
the participating instruments derived from the reported inten-
sities of the daily horizon scans at 340 and 440 nm following
the approach explained in Sect. 3.4 and Kreher et al. (2019).
First, median horizon elevations are calculated for both
wavelengths for all instruments. These median values (dots)
are depicted in Fig. 15 together with the corresponding 25th
and 75th percentiles (lines), which are a measure of the
spread of the daily horizon elevations. No percentiles are
shown for the NIWA_EnviMeS instrument since horizon
scans were reported only for 1 single day. The values at
340 nm are represented by blue dots and lines, while red dots
and lines indicate the values at 440 nm. Additionally, the ex-
pected horizon elevations at 340 and 440 nm for the instru-
ments on the upper container row are displayed as blue and
red dotted lines, respectively. Only results for instruments
which reported valid horizon scans on at least 1 d are shown.
Obviously, the retrieved horizon elevations of the different
instruments have a quite large scatter of around 0.9◦, which
is consistent with the spread of the lamp elevations that were
discussed in the previous section. Nevertheless, the results
for many instruments are centred around the estimated val-
ues from above. The results of the Pandora systems (oper-
ated by LuftBlick and NASA), which used sun scans to cal-
ibrate the elevation angles, are especially very close to that
value. As indicated previously, the calculated difference of
around 0.14◦ between the upper and lower rows in the ele-
vation of the visible horizon is insignificant compared to the
rather large scatter between the individual instruments. Even
calculating mean or median horizon elevations for the instru-
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Figure 15. Overview of the retrieved median horizon elevations for all participating instruments at the two different wavelengths. Addition-
ally, the 25th and 75th percentiles are indicated by the lines.
Table 4. Overview of the mean and median horizon elevations for
the instruments located on the upper and lower row of containers
and their corresponding standard deviations (SD).
Container level Mean (◦) Median (◦) SD (◦)
Upper 440 nm 0.21 0.18 0.19
Upper 340 nm 0.14 0.11 0.17
Lower 440 nm 0.13 0.06 0.26
Lower 340 nm 0.03 0.06 0.26
ments located on the upper and lower rows, which are dis-
played in Table 4, does not reveal this expected difference.
When excluding some obvious outliers in the calculation of
the mean (or median) elevations, there is some indication of
this effect which would be, however, rather arbitrary.
Looking at the percentiles of the individual instruments
shows that for many of them the results of the daily hori-
zon scans have a high degree of consistency, which is indi-
cated by the rather small percentile lines in Fig. 15. However,
some instruments (e.g. the CMA instruments, the AUTH or
the LMU instruments) show quite large percentile lines, indi-
cating more variable results of the daily horizon scans. This
finding can also be seen in Figs. 16 and 17, where the re-
sults of the horizon scans at 340 and 440 nm are displayed
on a daily basis for the individual instruments (blue dots), to-
gether with the corresponding median (dashed blue lines) and
expected (dashed black lines) horizon elevations. The instru-
ments having small percentile lines show a smooth behaviour
in the daily horizon elevations, while the ones having larger
percentile lines show a higher dispersion (e.g. the CMA_UV
instrument). Some of the instruments (e.g. the LMU instru-
ment) show a systematic behaviour in the daily results, which
might indicate adjustments to the elevation calibrations of
these instruments, especially in the beginning of the cam-
paign.
The rather large scatter between the instruments has sev-
eral reasons. First, the individual instruments are placed at
slightly different heights due to their specific instrumental
setup even if they are located on the same container level.
Further, the horizon is not a smooth line and the exact horizon
position depends on the exact azimuth pointing direction and
the actual shape of the horizontal line. Also, limited accu-
racy of the initial elevation calibrations of some instruments
might contribute to this rather high dispersion of the hori-
zon elevations. Lastly, also the weather (especially clouds)
and visibility have a significant influence on the results of
the horizon scans since they have an impact on the actual
intensity variation around the visible horizon.
Another finding is that the horizon at 340 nm is found
at significantly lower elevations compared to 440 nm for
most instruments which reported both intensities. However, it
should be mentioned that for some instruments (e.g. the IUP-
HD instrument), the different wavelength ranges are recorded
using separated sensors and even separate optical entrance
systems. Nevertheless, these instruments show the same sys-
tematic difference. This finding is consistent with the results
obtained with the MPIC instrument, but so far no completely
clear explanation could be found. An investigation of the in-
tensity curves at different wavelengths for the horizon scan
performed on 1 d shows an unexpected intensity variation
at 0◦ elevation. An example is shown in Fig. 18a, which
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Figure 16. Overview of the daily results of the horizon scans for all participating instruments at 340 nm. Additionally, in each subplot
the median horizon elevation (dashed blue lines) and expected horizon elevation (dashed black lines) for the corresponding instrument are
indicated.
displays the normalised intensity curves at different wave-
lengths measured on 17 September (similar behaviours are
found on other days). Here, a local minimum is visible at
0◦ elevation for wavelengths above 370 nm, which gets more
pronounced for increasing wavelengths. This minimum influ-
ences the Gaussian integral fits (dashed lines in Fig. 18a), and
the retrieved horizon elevations α̂ show a quite smooth wave-
length dependence as depicted in Fig. 18b. These findings in-
dicate a surface albedo effect. Pictures from the site show that
in the visible spectral range the trees close to the horizon ap-
pear darker than the grass below them. This can be explained
by the fact that the sun altitude is quite high during the hori-
zon scans and the trees are illuminated at a rather flat angle,
while the grass is illuminated in a very steep angle. In that
way, the local minimum at 0◦ can be explained. However, it is
not clear why at shorter wavelengths no such increase in the
measured signal towards smaller elevation angles is found.
Nevertheless, measurements which were collected during the
first CINDI campaign support these indications for a surface
albedo effect. Further, radiative transfer simulations showed
that the wavelength dependence of atmospheric scattering
cannot explain the observed wavelength dependence of the
horizon scans. This unexpected wavelength dependence of
the elevation scans is another drawback of the horizon scans,
and if possible they should be analysed in the UV spectral
range (at wavelengths below ca. 370 nm).
4.3 Comparison between far-lamp and horizon
elevations
Finally, the results for the far-lamp measurements and hori-
zon scans are compared for all instruments which recorded
far-lamp spectra and performed a horizon scan on at least 1 d.
For that, the mean horizon elevations are plotted against the
corresponding mean lamp elevations. This plot is done sepa-
rately for the horizon elevations retrieved at 340 and 440 nm
since a systematic difference for the results at the two wave-
lengths was found for the horizon scans. However, no such
dependency was found for the lamp measurements. The re-
sulting correlation plots can be found in Figs. 19 and 20, re-
spectively. The error bars in the x and y directions indicate
the standard errors of the mean retrieved lamp and horizon
elevations, respectively.
A first finding is that the error bars are larger for the hori-
zon scans for most of the instruments. On the one hand, this
can be explained by the larger number of horizon scan mea-
surements since most of the groups performed lamp mea-
surements only on 1 or 2 d. On the other hand, however, the
horizon scans are more sensitive to the different weather and
sky conditions which influence the exact position of the vis-
ible horizon. Furthermore, the horizon is not a homogenous
line and therefore uncertainties arise from the uncertainty in
the exact azimuth angles of the different instruments. Lastly,
for many of the instruments the horizon scans are performed
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Figure 17. Overview of the daily results of the horizon scans for all participating instruments at 440 nm. Additionally, in each subplot
the median horizon elevation (dashed blue lines) and expected horizon elevation (dashed black lines) for the corresponding instrument are
indicated.
Figure 18. (a) Normalised intensity curves (coloured dots) and corresponding Gaussian integral fits (coloured dashed lines) at different
wavelengths for the horizon scan performed on 17 September by the MPIC instrument. (b) Respective horizon elevations (retrieved from the
fits in a) as a function of wavelength.
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Figure 19. Correlation between retrieved horizon (at 340 nm) and
lamp elevations for all participating instruments that reported results
for both methods. The error bars indicate the standard errors of the
mean lamp and horizon elevations. Further, the result of a total least
squares (TLS) fit and the 1 : 1 line are shown.
at coarser resolution compared to the lamp scans, which also
might effect the results and the resulting uncertainties.
In order to examine the consistency between the two meth-
ods, a total least squares (TLS) fit (Cantrell, 2008) is applied
to the data. This fitting method takes the uncertainties of the
obtained values in both x and y directions into account by
weighting the values with respect to their uncertainties. In
that way values with a smaller uncertainty get more weight
compared to those with a larger uncertainty. Here, the stan-
dard errors of the mean horizon and lamp elevations were
used as measure of uncertainty. The resulting fit lines (solid
red lines) with their corresponding slopes of 1.17 and 1.10
and their intercepts of 0.32 and 0.40◦ for 340 and 440 nm,
respectively, are also displayed with their fit errors in the cor-
responding figures as well as the 1 : 1 line (dashed red line).
Taking all the uncertainties of the two different methods
into account, the slopes obtained by the TLS fits are close to
1, and we can state that the results of the two methods cor-
relate well. Nevertheless, the horizon is consistently seen at
around 0.2 to 0.6◦ (except the CMA_UV instrument, which
has a very large error bar for the horizon scans) higher el-
evations compared to the lamp scans, which corresponds to
around 4.5 to 13 m at lamp distance and is in agreement with
the calculations in Sect. 3.7. As already described there, this
systematic offset between horizon and lamp scans can be ex-
plained by the fact that during daytime the visible horizon is
represented by trees. Further, this consistent offset between
the two methods is represented by the intercepts of the TLS
fits (0.32 and 0.40◦). Finally, the difference of 0.1◦ in the off-
Figure 20. Correlation between retrieved horizon (at 440 nm) and
lamp elevations for all participating instruments that reported results
for both methods. The error bars indicate the standard errors of the
mean lamp and horizon elevations. Further, the result of a total least
square (TLS) fit and the 1 : 1 line are shown.
sets obtained for the two wavelengths is consistent with the
findings from Sects. 3.4 and 4.2.
All in all the two methods presented here yield consistent
results for most of the instruments, and therefore both are
suited to calibrate the elevation angles of MAX-DOAS sys-
tems.
4.4 FOV determination
All presented methods use elevation scans across reference
targets, and the apparent elevation angles α̂ under which the
targets can be found are determined by fitting either a Gaus-
sian function or a Gaussian integral. These fits also contain
information on the fields of view (FOV) of the instruments,
which are represented by the full widths at half maximum
(FWHM). For the Gaussian integral, which was used for the
horizon scans, the FWHM can be determined using Eq. (4).
The FWHM for the Gaussian fit can be calculated using
FWHMGauss = 2
√
2ln2σ, (5)
where σ is the parameter controlling the width of the Gaus-
sian function (Eq. 2), which is fitted as explained above.
For the instruments which performed both far-lamp mea-
surements and horizon scans, the FOVs were determined as
outlined and compared to their reference FOVs, which were
measured in the laboratory prior to the campaign and are
listed in Table 1. The FOVs derived from the horizon scans
and far-lamp measurements were plotted against the corre-
sponding reference FOVs in Fig. 21. Here, blue dots indicate
FOVs obtained from the far-lamp measurements, while green
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Figure 21. Correlation between retrieved FOVs from horizon scans (green dots) and far-lamp measurements (blue) against their correspond-
ing reference FOVs reported by the groups. Panel (a) shows the results for the UV spectral range, while panel (b) displays the same for the
visible spectral range. In both plots linear regressions and 1 : 1 lines are included in the respective colours.
dots show the results retrieved from the horizon scans. Fur-
ther, linear regressions (dashed blue and green lines) with
their corresponding slopes and a 1 : 1 line (dashed red line)
are shown. It should be noted that the results for the UToronto
(not shown at all) and the AIOFM (pale blue dot in panel a)
instruments were not included in the regressions since their
retrieved FOVs are obviously problematic.
Both panels of Fig. 21 show that the results are not as clear
as in the case of the determination of the horizon and lamp
positions. This indicates that the centres which were retrieved
so far, are more robust and less sensitive to the specific shape
of the recorded intensity curves. Nevertheless, the obtained
slopes of the regression lines are not that far from 1, which in-
dicates that in principle the retrieval of the FOV from the el-
evation calibration methods is possible. However, especially
in the visible spectral range, there seems to be a systematic
underestimation of the retrieved FOVs as compared to the
reference FOVs for most of the instruments. The reason for
this is so far not clear and would need a more sophisticated
assessment. This is, however, outside the scope of this paper
since the focus of this paper is put on the elevation angle cal-
ibration. Another finding is that systematically slightly larger
FOVs are found for the horizon scans compared to the lamp
scans, especially in the UV spectral range. This can (at least
for the 1-D instruments) be explained by the fact that the far
lamp was not always in the centre of the azimuth dimension
of the FOV for some instruments.
5 Overall discussion and conclusions
If the optical axis of a MAX-DOAS instrument would be pre-
cisely known, a simple water level could be used to calibrate
the elevation angles. This assumption, however, is not always
fulfilled, e.g. because the fibre bundle is not perfectly centred.
Because of these uncertainties, the in-field calibration of the
elevation angles as described in this paper is indispensable.
Five different methods for the calibration of elevation an-
gles of MAX-DOAS instruments were described and dis-
cussed. All were applied during the CINDI-2 campaign by
at least one group. The approaches of three methods were
explained and examined using data from the MPIC MAX-
DOAS instrument, while the near-lamp measurements were
described using data from the IUP-HD instrument. White-
stripe measurements, using the MPIC setup, were only done
for the MPIC instrument. The results of the horizon scans
and the far-lamp measurements were inter-compared quan-
titatively between the individual groups and amongst each
other.
All of the methods use the same principle. First, a spe-
cific target is placed in front of the telescope unit of a MAX-
DOAS system. This target has to be located at a fixed and
known location relative to the optical unit of the instrument.
In that way, an expected elevation angle β under which the
target should be found can be determined. Then the appar-
ent elevation angle α̂ of the target is retrieved by the MAX-
DOAS system using the measured intensities of an elevation
scan across the target. Finally, the elevation angles of the in-
strument can be calibrated by comparing the expected and
retrieved target positions and adjusting the telescope position
in an appropriate way.
Tables A1 and A2 list systematic and statistical effects,
respectively, which introduce uncertainties to the measure-
ments and analyses presented in this paper. In summary it can
be concluded that the systematic effects which determine the
accuracy of a method are dominated by the uncertainties in-
troduced during the determination of the target positions and
the fit errors of the retrieval of the apparent target positions.
The statistical errors which limit the precision of a method,
however, are dominated by motor uncertainties. These are
characteristic properties of the used motors and steppers of
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Table 5. Overview on the basic characteristics of the described methods for elevation calibration. The table summarises the basic setup and
prerequisites needed (column 2). Column 3 shows properties that have to be measured with their typical (systematic) uncertainties. Note that
the uncertainties in this table are typical values and not the exact ones used in this study. Columns 4 and 5 list advantages and disadvantages
of the different methods, respectively. Finally, the last column gives uncertainty estimates based on the results from CINDI-2 summarised in
this paper. Here, it should be noted that also statistical errors occur, which are usually dominated by the uncertainties of the positioners (see
Table A2). These uncertainties are usually between 0.02 and 0.1◦ and are similar for all methods.
Method Setup Measurements needed
(and typical uncertainty)
Advantages Disadvantages Systematic
uncertainty
Far lamp Artificial light source at
a far distance (around 1
to 2 km) during
nighttime
Horizontal distance to lamp
(of the order of ±50 m)
Vertical lamp position
(around ±0.5 m, depending
on exact setup)
Accurate and precise,
Stable and reproducible,
Same setup for several
instruments.
Determination of relative
lamp position is difficult
(sometimes impossible),
Finding suitable locations
is difficult,
Rather large effort,
Only during nighttime,
±0.05◦
Near
lamp
Artificial light source
close to the instrument
(a few metres) during
nighttime
Horizontal distance to lamp
(of the order of ±5 cm)
Vertical lamp position
(around ±0.5 cm,
depending on exact setup)
Rather accurate and
precise,
Easy setup,
Little effort.
Close distance to telescope,
Only during nighttime,
Only one instrument.
±0.12◦
Horizon
scans
Visible horizon during
daytime is used as
reference target
Horizontal distance to
visible horizon (of the
order of ±50 m)
Position of visible horizon
(around ±5 m)
Easily implementable,
Applicable regularly,
Monitoring of
calibration.
Determination of horizon
position is difficult,
Inhomogeneous horizon
hinders exact determination
of the horizon,
Dependence on sky
conditions.
±0.25◦
White
stripe
White stripe in front
of a black or dark back-
ground during daytime
Horizontal distance to stripe
(of the order of ±5 cm)
Vertical stripe position
(around ±5 mm,
depending on exact setup)
Accurate and precise
(with optimised setup),
During daytime.
Large effort. ±0.1◦
Sun
scans
Solar disc is used as
reference target
Geolocation (in the order
of 100 m)
Accurate and precise,
Applicable regularly,
Elevation+ azimuth
calibration.
Only possible for clear sky,
Only for 2-D instruments.
±0.05◦
the individual instruments, and therefore the precision of the
methods is prescribed by the individual properties of the mo-
tors and steppers (typically ±0.02◦ to ±0.1◦). In the follow-
ing discussion the typical accuracy of each method is esti-
mated by quadratically adding the (systematic) error related
to the determination of the target position and the error asso-
ciated with the Gaussian fits and then applying the square
root. For the latter the values are ranging from ±0.01 to
±0.1◦ depending on the instrument and the symmetry of the
recorded intensity curves. For that reason a value of ±0.05◦
is used in the following. However, for good-performing in-
struments, this value can be considerably lower and in many
cases the accuracy of a method is simply limited by the un-
certainties in the determination of the target position.
The first method used far-lamp measurements during
nighttime, where an artificial light source close to the visi-
ble horizon was used as the target. The results for the MPIC
instrument illustrate the stability and reproducibility of this
method since similar results are obtained for the different
days at multiple wavelengths. The results of the other groups
confirm this finding since a rather small spread is found for
each of the individual instruments. However, the spread of
around 0.9◦ between all instruments is quite large, which is
likely caused by the fact that the individual initial elevation
calibrations are not done in a consistent way. As described in
Sect. 3.2, the uncertainty associated with the determination
of relative position of the far lamp is estimated to be±0.5 m,
which translates to ±0.02◦ at lamp distance. Combining this
with the fit errors of the Gaussian fits yields a systematic un-
certainty of the far-lamp measurements of ±0.05◦. All in all,
the main advantages of this method are the stability, repro-
ducibility and the possibility to calibrate several instruments
with the same setup. Furthermore, this method is very accu-
rate as long as the instrument has a mostly symmetric FOV.
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For many instruments, the uncertainty is even smaller and is
finally limited by the accuracy and precision of the motors
of the instruments. Nevertheless, it might be difficult to find
suitable lamp locations and to determine the position of the
lamp relative to the telescope for most measurement sites.
Therefore, the overall effort for this method is quite high.
Lastly, this method can be applied only during nighttime. It
should be mentioned that this method can also be used for
calibrating the azimuth angles of 2-D instruments since also
the azimuthal direction of the lamp can be determined; how-
ever, it might be difficult to find suitable lamp locations at
different (azimuthal) locations.
Near-lamp measurements offer another way to perform an
elevation calibration. This method is very similar to the far-
lamp measurements, but here the lamp is located rather close
to the instrument. Following the procedure above and using
the uncertainties as outlined in Sect. 3.3, the systematic un-
certainty of this method is estimated to be around ±0.12◦.
Like for the far-lamp measurements the main advantages are
accuracy and stability. Furthermore, the setup is more com-
pact and requires less effort, especially in determining the
position of the lamp relative to the telescope. However, when
comparing the typical accuracy of the near- and far-lamp
measurements, the distance between the lamp and the tele-
scope is quite small for the near-lamp measurements. This
leads to a rather large angular fraction which is occupied by
the lamp and influences the results of the lamp scan. Finally,
this method can also be applied only during nighttime and
only for one single instrument at once using the same setup.
Horizon scans during daytime use the visible horizon as
target. Consistent results were found for all participating in-
struments compared to the far-lamp measurements. For both
methods a spread of 0.9◦ between the individual instruments
can be observed. Further, these consistent results are repre-
sented by a good correlation of the retrieved apparent hori-
zon and lamp elevations. Here, the obtained slope is close
to 1 and the obtained intercepts of 0.32 and 0.40◦ indicate
an offset between lamp and horizon measurements. This off-
set can be explained by the fact that the visible horizon dif-
fered from the real horizon since trees represented the visible
horizon during day. By knowing the height of these obsta-
cles, this problem can be solved, and the offset between the
method can be explained, as examined in Sects. 3.7 and 4.3.
Additionally, it should be emphasised that the results of the
horizon scans show a wavelength dependence (higher hori-
zon elevations for larger wavelengths) which is likely caused
by surface albedo effects and needs further investigation. Al-
though the spread between the results for the different instru-
ments is of the same order as for the far-lamp measurements,
the spread for the individual instruments is significantly
larger than for the lamp measurements. This is caused by the
large sensitivity of the horizon scans to varying weather con-
ditions and visibility. Further, more horizon scans were per-
formed, which naturally increases the scatter in the retrieved
horizon elevations since the scans were performed with dif-
ferent underlying sky conditions. Nevertheless, this method
and its principle are quite simple and can be easily imple-
mented in measurement protocols. Thus, this method can be
easily performed on a regular basis and used for monitoring
the elevation calibration. Altogether, this demonstrates that
horizon scans are a good calibration method if only scans
under favourable conditions are used and the position of the
visible horizon is known. Hence, only days with good vis-
ibility should be used and days with rapidly varying cloud
cover and/or low-lying clouds should be avoided. One ma-
jor drawback is the difficulty to determine the height of the
visible horizon, e.g. in mountainous regions. Also, for com-
parison exercises, it should be mentioned that the horizon is
not a homogenous line but might have some inhomogeneities
that can influence results for the individual instruments and
therefore might introduce some discrepancies between the
instruments. For the CINDI-2 campaign, the uncertainty of
the determination of the position of the visible horizon was
estimated as roughly ±5 m. Combining this with the fitting
uncertainties yields a systematic uncertainty of the horizon
scans of ±0.25◦.
White-stripe measurements are another method which can
be applied during the daytime. During the CINDI-2 cam-
paign, the setup, which was used by MPIC, was rather exper-
imental, and measurements using this setup were performed
only by the MPIC instrument. Nevertheless, the results are
promising and consistent with the other methods; also, other
groups (e.g. BIRA) applied this method utilising a different
setup. Since the position of the stripe relative to the optical
unit can be determined very accurately, this method is very
accurate. However, a stable setup is needed in order to per-
form a good calibration. For this method, a typical uncer-
tainty of the order of±0.1◦ is estimated, when using an error
of ±5 mm in the determination of the strip position as ex-
plained in Sect. 3.5. But since only one such measurement
was performed by the MPIC instrument, further studies are
needed in order to confirm this estimate.
As discussed in Sect. 3.6, the errors introduced by the de-
termination of the position of the solar disc can be neglected
for the sun scans, and the systematic uncertainty is domi-
nated by the retrieval of the apparent solar position and the
motor properties. This is valid as long as the scans are per-
formed when the sun altitude is large since otherwise atmo-
spheric refraction might play a role. Therefore, we estimate
the accuracy of this method to be typically of the order of
±0.05◦. Like for the other methods the statistical uncertain-
ties are given by the motor precision. Main advantages of this
method are the high accuracy, the possibility to perform such
sun scans regularly, and the option to calibrate both eleva-
tion and azimuth angles. Major disadvantages of this method
are the fact that these scans can only be applied under cloud-
free conditions and that this method is only applicable to 2-D
instruments.
Table 5 provides a summary of the described methods by
listing their setups, the measurements which are needed, their
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specific advantages and disadvantages, and their typical sys-
tematic uncertainties.
The results of this study show that in principle all of the
presented methods can be used for the calibration of the ele-
vation angles of MAX-DOAS systems since they yield con-
sistent results. Nevertheless, the advantages and disadvan-
tages of the individual methods should be considered when
deciding for one method. A further finding of this study is
the fact that still some improvement in the consistency of the
elevation calibration between the different MAX-DOAS sys-
tems is needed as there is still a rather large discrepancy be-
tween the different instruments of around 0.9◦. This is of the
order of a typical FOV of a MAX-DOAS system and might
have a significant effect on the retrieved MAX-DOAS trace-
gas dSCDs. Therefore, for upcoming campaigns, strong em-
phasis should be put on the monitoring and possible correc-
tion of the elevation calibration. To do so, if possible and if
suitable lamp positions can be found, far-lamp measurements
should be performed at least once by all participating instru-
ments, and a common elevation reference (namely the lamp
elevation) should be defined prior to a comparison campaign.
In general we recommend that given the high accuracy, 2-D
instruments should make use of sun scans. Simple 1-D instru-
ments should perform near-lamp or white-stripe scans to ac-
curately calibrate the elevation angles since these two meth-
ods are rather accurate and the effort is reasonable. As these
two methods do not have a common reference elevation, they
are more suitable for individual MAX-DOAS stations. Both
during campaigns and for single MAX-DOAS stations, hori-
zon scans (or sun scans for 2-D instruments) should be im-
plemented in the measurement protocol and should be per-
formed on a regular basis in order to monitor the temporal
stability of the calibration of the elevation angles.
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Appendix A: Error assessment
This section provides two tables which list and evaluate sys-
tematic (Table A1) and statistical errors (Table A2) that influ-
ence the measurements described in this paper and therefore
cause uncertainties in the elevation calibration.
Table A1. List and evaluation of systematic effects influencing the
measurements presented in this paper.
Effect Evaluation Comment
Uncertainty related to the determination of Far lamp: ±0.5 m⇒±0.02◦ Applies to all methods
the target position Near lamp: ±2 mm and ±0.1◦
⇒±0.11◦
Horizon scans: ±5 m⇒±0.22◦
White stripe: ±5 mm⇒±0.08◦
Motor uncertainties Approaching positions from different
directions (upwards/downwards) can
cause large systematic errors (e.g. 0.4◦
for the MPIC instrument).
Negligible if positions are always ap-
proached from the same direction for
most instruments.
Errors associated with the Gaussian fits (stan-
dard errors of the retrieved centres); systematic
if intensity curves are asymmetric
Ranging from±0.01◦ to roughly±0.1◦
depending on the instrument.
Applies to all methods. However, for
many of the instruments it is of the or-
der of ±0.01◦.
Atmospheric refraction The effect of atmospheric refraction can
become large for almost horizontal light
paths. For example, for observations of
the sun or the moon deviations of about
0.5◦ occur for observations close to the
horizon.
Not important for white-stripe and near-
lamp measurements. Since for the hori-
zon scans and the far-lamp measure-
ments the horizontal distance is much
shorter than for the observation of ex-
traterrestrial objects close to the hori-
zon; the effect of refraction is also very
small: < 0.005◦.
Visibility Low visibility influences measurements
where the target is located at a far dis-
tance from the instrument.
Not important for white-stripe and near-
lamp measurements. If only good con-
ditions are selected, this effect is also
negligible for horizon scans and far-
lamp measurements.
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Table A2. List and evaluation of statistical effects influencing the measurements presented in this paper.
Effect Evaluation Comment
Motor uncertainties Figures 16 and 17 show that for most
instruments the daily horizon eleva-
tions can be reproduced quite well and
the values scatter rather closely around
their median value. The reproducibil-
ity of the horizon elevations is roughly
0.02◦ to maximum 0.1◦ (depending on
the instrument performance).
Applies to all methods.
Statistical uncertainties of the spectral
measurements itself+ errors associated
with the Gaussian fits (standard errors
of the retrieved centres); statistical if in-
tensity curves are very noisy
Should be negligible due to sufficiently
long integration times.
Applies to all methods, but can usually
be neglected.
Atmospheric turbulence For light paths close to the surface, the
turbulence elements have dimensions of
the order of the distance between the
light path and the ground (metre range).
For such turbulence elements, the tem-
poral fluctuation is of the order of sev-
eral seconds.
For near-lamp and the white-stripe mea-
surements, atmospheric turbulence can
be neglected. For horizon scans and far-
lamp measurements, turbulence can in
principle become important. However,
since the length of the light path is
orders of magnitude longer than typi-
cal turbulence elements, the effects of
different turbulence elements along the
light path cancel each other.
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